Simple method for the quantitation of mycophenolic acid in human plasma.
A simple and rapid isocratic reversed-phase high-performance liquid chromatographic method using UV detection was developed for the quantitation of mycophenolic acid (MPA) in human plasma. The assay was sufficiently robust to allow the analysis of up to 100 samples in a single analytical run.